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5-3.  Monoamines  for Tissue Sample 
 
 

Column & Electrode Selection 
 

Working Electrode WE-3G (Graphite)  
Gasket GS-25  
Separation Column SC-5ODS (φ3.0 x 150mm)  
PreColumn PC-04AC * position A 
PreColumn PC-04AC position B 

* Can be left out. 

 
 

HTEC-510 Setting 
 
 
 
 
 
 
 

 
 

HPLC Line & Column Layout 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

M-510 

*ECD*.......02.00nA 

App.Poten...+.750mV 

TimeConst.....3.0sec 

Temp/Set..25.0/25.C 

*PUMP*.Press.08.0MPa 

FlowRate...500uL/min   

PulseFreeMode....ON 

Press.Limit....16MPa 

A HTEC-510 

B 

Phase 
Mobile 

UltraPure Water 
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